
More freedom. More confidence. With mylife.

Patency pulse in the mylife CamAPS FX app

What are these little pulses of insulin?
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It’s what we call patency pulses.
	� You may see a small pulse of insulin every 90 minutes when mylife CamAPS FX has stopped delivering 

insulin for an extended period of time. 
	 This pulse is designed to maintain pressure in the infusion set tubing to prevent it from blocking.
	� The pulse delivers a tiny amount of insulin (0.04 units). It looks like 0.2 units on the graph  

as it is shown as a rate (i.e. 0.2 units per hour), but this rate is only delivered for a very short time.  

Do patency pulses cause hypos?
	� The patency pulses are a sign that mylife CamAPS FX has been trying to prevent a hypo for longer 

than 90 minutes. 
	� mylife CamAPS FX may not always be able to prevent a hypo due to the amount of insulin that is already 

in the body (insulin on board).
	� If the patency pulse occurs at the same time as a hypo, it is unfortunately a coincidence. The pulse itself 

is unlikely to be the cause of the hypo.
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Note: Please discuss all recommendations with your diabetes team.

What can you do about patency pulses?
	� If you see them regularly during the day, consider reviewing the: 

– Insulin-to-carbohydrate ratio (ICR) at the previous meal and/or snack 
– Pre-meal bolus timing and carbohydrate counting accuracy 
– Use of the “Add meal” function 
– Personal glucose target (PGT) 
– Use of the “Ease-off” mode for physical activity and/or when drinking alcohol

	� Very young children and some people with newly diagnosed type 1 diabetes, often need very little  
basal insulin overnight. It is common to see patency pulses overnight in this group.

	� If hypos happen overnight, have a look if mylife CamAPS FX is working hard to correct high glucose 
levels in the last few hours of the previous day. If so, consider reviewing: 
– �The ICR, carbohydrate counting, bolus timing and, if appropriate, splitting of the pre-meal bolus  

with or without using the “Add meal” function for the evening meal.
– �“Auto mode’s” personal glucose target (PGT) setting from bedtime to midnight and considering  

tightening (lowering) the PGT at this time.
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Disclaimer: The product images are for illustrative purposes only. // mylife and YpsoPump are registered trademarks of Ypsomed AG in several countries. // CamAPS is a  
registered trademark of CamDiab Ltd. // The Bluetooth® word mark and logos are registered trademarks owned by Bluetooth SIG, Inc., and any use of such marks by Ypsomed is 
under license. // Other trademarks and trade names are those of their respective owners.

	 For safety information on mentioned products, see Instructions for Use or www.mylife-diabetescare.com/safety


